Abstract: Point source of light across the bottle detection technology is a rapid detection technology of modern biotechnology, pharmaceutical, chemical, food and other products, fast test bottle. The testing instrument comprises a sample bottles and a conversion device, light source system and polarized light measuring device, the sample bottle optical position adjusting device, light intensity, displacement detection device and control system six parts. The optical target bottle samples obtained directly without opening the bottle under the circumstances, to ascertain the quality of bottled biological products.
Introduction
At present at home and abroad is not effective "biological products" rapid identification method, although there are other chemical identification methods, polygenetic specific difference and require the destruction test and discarded. Using optical every bottle of detection technology for the rapid identification of drug research does not see more, uses a laser to detect technology every bottle of rapid identification of biological products research at present there is no for use laser detection of human albumin to open up a new way.
Working principle The identification of biological products -human blood albumin technology by laser penetrating glass bottle is the use of laser penetrating glass bottle. The interference effect of liquid in the bottle is detected, and the purpose is reached.. According to the project requirements, the optical properties of human serum albumin were studied.. In order to determine human serum albumin optical characteristics index, first of all according to the characteristics of the structure of human serum albumin and absorption of light, interference effect characteristic carries on the theoretical analysis, and according to the results of the analysis using existing instrumentation test analysis of human serum albumin solution, and eventually optimize selected is representative, specificity and easy detection of the optical characteristics. Then to preferred optical characteristics index, were tested and analyzed using the indexes of optical instrument with a single parameter test functions for the optimum person blood albumin solution, at the same time, the possible human serum albumin adulterants comparative experiment was carried out to verify the reliability of the optical characteristics and specificity, ultimately for fast every bottle of identification of human blood albumin determine specific detection index. At the same time, for the further implementation of empty and load spectra difference calculations have shown that, spectral function of a / D conversion, multidimensional curve fitting operations and human serum albumin fast every bottle of instrument to identify the specific design, to realize the nondestructive technology for rapid identification of biological products from the scene "to complete the basic research.
By point source, eliminating the interference of the bottle wall of incident light; the light, electric detection system and a sample bottle to rotate together, detection in the process of carrying liquid bottle and empty bottles and incident spot position remained relatively consistent so as to eliminate the interference of the empty bottle part. By using light path installation optical measuring device and photoelectric displacement measuring device for the simultaneous detection of load level, with the empty bottles a absorbance, optical rotation, refractive index, optical index. Through the system difference operation treatment, in bottles are obtained directly from the sample bottle of the optical index, in order to ascertain the quality of the bottle.
Mechanical component
Using a point source every bottle of detection technology, its characteristics is that the sample bottle optical position adjusting device (105) the sample bottle and a point light source system (103) and polarized light microscope automatic rotating device (104), emergent light intensity, displacement detection device (106) remain in the same line, the sample bottles, load level switching device (102) makes the point light source system (103) from the spot and the sample bottles in the empty bottle and load level remains same point, in order to eliminate the bottle wall of incident light interference, and the optical path with polarized light to measure device (104), at the same time, completes the bottle like liquid rotation, refractive index and optical absorbance determination. (202) hole and two were connected to a point light source system (103) mainly is composed of a luminous body, a diffraction grating, a lens, a filter, a collimator, optical fiber, optical bar is composed, of which the luminous body for full wavelength long-life lamp or diode laser or LED cold light source, the use of wavelength can be adjusted. Characterized by, the control system (107) in systems with a fixed bracket (101) at the bottom, mainly by the motion control system, electrical control system, temperature control system, a photoelectric detection system, a power supply device is formed.
Control system constitution Electronic components
This system mainly by the Beijing Kunlun Tongtai touch screen, PLC, all photoelectric sensor, step and stepper motor drive and other equipment.
The PLC receives a signal, photoelectric sensor control of coordinated motion of two stepper motor, to achieve the purpose of detecting albumin. The control of a stepper motor drive linear motion system, moving back and forth two times, find the strongest test point light source.
In the man-machine interface, the system parameters, motion control, curve display, data storage and sound and light alarm are set up.. Because of the complexity of PLC programming, data analysis and collection to PLC, serial communication program is sent to the touch screen, and the data analysis program is written in the touch screen script..
Equipment selection
The device has 10 24V powered photoelectric switch, and 1 start button, 1 stop button and 1 stop button, can be directly connected with the PLC input side. The output part mainly includes 2 stepper motor control and 1 sound and sound alarm.
According to input and output their points and signal type, select the Luoyang blue fly YH-0A an integral type programmable controller, the models have 16 bit input 14 bit output, the CPU module integrated support Modbus RTU protocol of RS485 serial port, convenient and MCGS connection, without the need to write drivers. Select the 1 block positioning expansion module YF0A-PTO, the module provides 2 axis positioning control output (pulse + direction), each axis has 1 way origin capture input.
Experimental methods and technical route
1.According to the structure of human serum albumin, the theoretical indications for optical identification are determined.
And, so as to choose the suitable for laser detection of human serum albumin in differential theory of optical characteristics index by data query (where poor) understand albumin biological products of molecular structure and optical characteristics.
2.Using the optical test analysis to optimize the combination and determine the target optical characteristic group General optical identification, the majority is targeted for one-way optical characteristics, but only a single feature of the identification of indicators, it is difficult to determine the accuracy of the material measured. Based on this principle, for biological products in ultraviolet, visible and infrared region absorption spectra analysis and optimized with significance in differentiating multiple optical characteristics index and combinatorial optimization, to determine the value of the optical characteristics of the target.
3.according to the target optical characteristics, the verification experiment is carried out. The first experimental analysis of human serum albumin standard solution, to select the final out with representative, specificity and easy detection of optical characteristics index group, with single index function test instrument, test certificate to optimize human serum albumin solution of the optical indicators. Then the albumin optical index analysis of listed human serum albumin were tested. The reliability and specificity of the potential of the human serum albumin artifact were compared with the test to verify the reliability and specificity of the selected optical characteristics.. Finally, the identification of the optical characteristics of albumin by laser detection technology is the target of the identification of the albumin in the biological products.
4.according to the optical index, the theoretical design of the separation of the albumin by laser is accomplished.
According to the glass bottle structure characteristics and an optical conduction Snell's law, of laser in the bottle, a liquid conductive trace analysis, using modern optical detection technology, electronic technology, using laser vibration theory design route -bottle inspection of biological products of human serum albumin.
